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CURRENT  MEASUREMENT

Instruments of this class are often used when portability is not
essential. Ammeters for very accurate work, such as are regularly
used in a laboratory, have much'finer graduation than switch-
board instruments and the pointer usually has a tip consisting
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of a fine strip on edge to admit of a fine reading. Some have a
strip of mirror placed close to the scale (as in Figs. 26, 27, 28);
when one is taking readings with instruments so fitted, one looks
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